MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIG HEALTH LABORATORY [

RECEIVED

BREATH ALCOHOL PROGRAM }
By Carol Day at 8:06 am, Jun 04, 2013 REPORTHS

DATAMASTER MAINTENANCE REPORT

Complele this report at the time of the regular monthly preventive malntenance check (not to excesd 35 days).
Complete this report whenever the Instrument Is serviced or repaired and whenever It is placed into service,

Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.
DATAMASTER SN NAME OF AGENGY DATE OF INSPECTION
201362 St. Joseph Police Department 06-03-2013
LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION
501 Faraon Street St. Joseph, MO 64501 1724

CHECKLIST: Place a mark In the box by each item If found lo be sallsfactory or If operating within established limits. (Wrile in observed values
where determined.) Unmarked items must be corrected before using Instrument.

DXl DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout)
X| DETECTOR

06/03/13 17:24

COMPUTER
B proGRAM FILTERS
HEATERS SAMPLE CHAMBER 48 oo QUARTZSTANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER
INDIGATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER Repoo Marketing LOT # 12001 EXRDATE __ 04-02-2014
34.0 oc SIMULATOR SN SD2278 EXP.DATE  12-17-2013

SIMULATOR TEMP (34'C # 0.2'C)
CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution, All thres tests must be within £5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

< 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
| | 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
| 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 w- 096 TEST 2 a- 097 TEST 3w 098

PERFORM R.F.l. TEST (PRINTOUT ATTACHED)
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 {0-.04) 1 {.05-,00) 3 (-10-14) 3 {,15-A9) | OVER.19 o

LIST ANY NEW PARYS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WiTHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY),

INSPECTING OEFIGER R
PRINT FULL NAME

SIGNATURE - n "
W Sgt. Chris McBane
TYPEA PERMIT HUMBER/EXPIRATION DATE TELEPHONE NUMBER

(816) 271-4712

220199 08-13-2014
Breath Alcohol Program, MO Department of Health and Senior Services, Southeast Dislrict Office
2875 James Bivd.
Poplar Bluff, MO 63801

[AB178

MO 680-1468 {2-08) AN EQUAL OPFORTURITY/AFFIRMATIVE ACTION EMPLOYER
senviees provided on a rondiscrimafory basts

RETURN COMFLEYED REPORT TO THE:




- Rer(Co MArREETING INC.

3101-18€ STONYEROOK DRIVE
RALEIGH, .C. 276804
819.878-5480

CERTIFICAYE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Enc.

LOT NUMBER: 12601
LEXPIRATION DATE: April 2, 2014 at 11:59 pm.

. RepCo Marketing, Inc. ceriifies the following:

RepCo Marksting, Inc. manufactured, tested and supplied Lot
Number 32001 of Alcchol Certified Sohstion for simulators, Random
samples of said lot number were analyzed by an independent Iabosatery
wtilizing a gas chromatograph and found to contain 1285 gms/dl +-

.003 gms/dl wifvol ethanol (95% Confidencs).
The alcohol and distilled water used in the solution were found to be

free of any interferring substance.
This solution will produce a vapor alcohiol value of 100 +/-3%
gms/210L Breath when heated to 34 Degrees Celsins +-0.2 Degteos Cglsius

in a simulator (95% Confidence).
"The date of manufsciure for this lot m::xxﬁser is Apn! 3, 2062,

The expiration date for this lot number is __April 2, 2014

at 11:59 p.m.
This document is a true representation of the engmal Certificate of

Analysis.

Ces:&B Ga}:asr, ?fsszdcm
RepCo Mazketing, Ine,

Form RM 02



- FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
ST JOZEPH POLICE DEPARTHENT

ERC DATAMASTER SERIAL NUMBER 2813
Le~g3-12
1v:2e

==~ DIAGHOETIC CHECK ——

COMPUTER: ORAY
FROGRAM (B4~B7-20@Sd:  OKAY
HERTERS
FAMFLE CHAMBER: 480
FLOW DETECTOR: CiAy
PP .

HIGH SREED: QKAY
DETECTOR: OKRY

©7 T TFILTERS: KAY
| GUARTZ STANDARD: CHAY
CALTBRATION: QKRY

FRINTER TEET
UHEHE o, L CEIEZYBETESE § <=2 PRAECTERS
HI L MNOPARS TR Y 2T ] ~_tabodefohiiklmng
pOrE gz {1 35

QPERATOR SIGNATURE mgw‘%\m@% Z L

Card Stock No.
£021 RECHDER ALL SUPPLIES FROM N.RAS.
P.0. BOX 1435, MANSFIELD. OH 440

FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
ST.JOSEPH POLICE DEFRRTHENT

BRC DRTAMASTER SERIAL MUMEER 28isse
Ba 83013

TESTING OFFISER:
HMCEANEAC

OFFICER I.D.: 274@

FERMIT MUMBER: 228199

EMPIRATION IATE: BS-15r314

MISCELLANEOUS DRETA:

——— ZUFERVIIOR MODE -—

BLAMK TEST

. BEE 17iE7

IMTERMAL STANBRARD VERIFIED  i7:g7

EXTERMAL STAMDARD . 895 17LE7

BLAMK TEST .88 17188

EXTERMAL STAMNDARD B37 17:28

BLAMK TEST  BEE 17123

EXTERNAL STANDARD B35 . 17i2R

BLAMK TEST - B 17530
4

M=

SIM. = .1

RS, = BST

OPERATOR SIGNATURE @%m? Z ‘E\%M&\Q\

Card Stock No.
60621 RECADER ALL SUPPLIES FROM M.EAS,



FACE THIS SIDE DOWN - THIS EDGE IN FIRST-

BAC Umﬁm_smmﬂm_.
Evidence Ticket

STRTE OF MIZSOURT
ST.JOSEPH POLICE DEFARTMENT

EAC DATAMASTER SERISL MUMBER 2Bi3es
Berg3-13

ARREST TIME: 17168
SURJECT HAME:
RFI/TEST
DOB: 91-81-m1 ZEM: M
STRATE-D.L.: MO~i2s4s
RRRESTING OFFICER:
MCBANET
OFFICER I.T.: 3748
TESTING OFFICER:
MCBANET
OFFICER I.T.: 5748
PERMIT MUMBER: Z2@139
EXPIRATION TATE: @S 1314
MISCELLANEOUS DATH:

-— BREATH ANFLYSIZ ——
TTTTUSIRLENK TEST . G

i ITHTERMAL. STRNDART YERIFIED
RADID INTERFEREMCE

fay

juy
Pl
XEX
& fl

OPERATOR SIGNATURE M&mﬂ\&\\bﬁ%\ﬁ\q

Card Steck No.
80021 REORDER ALL SUPPLIES FROM N.2AS.

m wmamny e s



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

CHRISTOPHER MCBANE

is hereby authorized to iristruct and supetvise operators, train Instructors, Inspect,
calibrate, perform fleld repairs, and operate the followIng breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
alr. Issued under the provislons of sections 577.020 through §77.041, RSMo 1986.

-
08/13/2012 (A u\,gc/_ﬂ\

Direclor of State Publlo Health Laboratory
Number 220 1 99

AT Lo
rares 08/13/2014 /%7'* sl

Dlreator, Depariment of Health
MO 5800771 (7-88) Lab, 4 {R7-86)




